Hemothorax due to vena caval erosion by a subclavian dual-lumen dialysis catheter.
We have reported a case of vena caval perforation by a polyurethane dual-lumen subclavian vein catheter unrelated to insertion or subsequent manipulation. This case emphasizes the necessity for constant vigilance while such catheters are in use.